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ABSTRACT

Environmental monitoring can be a costly exercise for the legislative bodies to enforce regulatory mechanisms since most
herbicides are hazardous in the environment. This study reports on the potential application of a cheaper sample preparation
method termed ‘bubble-in-drop’ single drop micro-extraction (BID-SDME) method for monitoring metolachlor and atrazine
herbicides used in maize farming in South Africa. The method demonstrated excellent applicability for aqueous samples
obtained from streams impacted by farming activities where concentrations ranging from 25 to 50 ng mL–1 were determined. The
detection limits of the method were in the range of 0.047 to 0.061 ng mL–1, which are considerably lower than those prescribed by
the EPA Method 507. Recovery studies using 10 ng mL–1 solutions demonstrate excellent recoveries ranging from 94 to 108 % for
respective herbicides. However, the challenge remains the detection of the breakdown products since only the parent herbicides
were detected in this study.
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1. Introduction
As the need for food security increases globally so does the

use of agrochemicals to improve the production per unit area.
Pesticides are widely used globally to increase the output of the
agricultural processes per unit cost through elimination of pests
that would threaten the success thereof. However, in addition to
the health concerns from the consumption of products produced
using such practices, application of pesticides present environ-
mental challenge since these pesticides end up polluting the
environment. Most pesticides used in South Africa are triazines
and acetanilide-derived herbicides, specifically atrazine and
metolachlor, respectively. Lesotho receives most of its food supply
from South Africa, and as such shares similar concerns regarding
food contamination.

Environmental monitoring can be a costly exercise, requiring
sophisticated instrumentation and trained personnel. It is neces-
sary to develop cheaper methods that can aid in mitigating the
costs faced in adopting the international methods for analysis
and monitoring of commonly used herbicides. In the environment,
they pose a threat of spreading and threatening biodiversity as
some of them are classified as either endocrine disruptors and/or
carcinogens.1,2 A number of methods have been developed and
applied to the extraction and analysis of triazines and other
herbicides from various environmental and biological systems.
Solid phase extraction and its miniaturised derivatives have
been applied extensively in the extraction of triazines and their
breakdown products such as desethyl-atrazine from various
water systems,3,4 soils/sediments5 and biological and biomedical
samples.6 Other methods applied to triazines are membrane-
based, including the molecularly imprinted polymers which
improved selectivity considerably.7,8

Recently, focus has shifted to the development of cheaper
solvent micro-extraction options, either through single-drop

micro-extraction or membrane-assisted liquid phase micro-
extraction.9 In all these studies, it has been shown that the matrix
composition plays a critical role in the applicability and efficiency
of the method. Solvent micro-extraction is fast evolving as a
technique of choice due to its effectiveness despite using only a
few micro-litres of solvent for the extraction.10,11 This technique
has seen the emergence of a number of modifications all of
which reportedly increase extraction efficiency: simple syringe
modifications;12 a direct drop suspension;13 dynamic solvent
microfilm;14 a funnel-form SDME15 and a conical device;16

drop-to-drop solvent micro-extraction;17 solidified floating sol-
vent drop liquid-phase micro-extraction18 as well as mem-
brane-based/assisted techniques.19,20

This article reports the results obtained using single-drop
micro-extraction (BID-SDME)21 to monitor atrazine and metola-
chlor herbicides from streams flowing along farming areas close
to Ladybrand in the eastern Free State. In this technique, which
is one of the cheapest liquid-based micro-extraction methods, a
volume of air is sucked into the droplet, improving the extrac-
tion kinetics through an increased surface to volume ratio.

2. Experimental

2.1. Reagents and Chemicals
The herbicides metolachlor (Met), atrazine (Atrz) and their

deuterated (2H) analogues (100 µg mL–1 in 1 mL ampules each)
were obtained from Dr Ehrenstorfer GmbH (Augsburg, Ger-
many). Diphenylamine (DPA) and desethylatrazine (DEA)
(100 µg mL–1) were obtained from Chem Service (Pennsylvania,
USA), while chloroform, methanol and water (all HPLC grade)
were purchased from Riedel de Haën (Seelze, Germany).
Sodium chloride (AR grade) was obtained from SAARChem
(Johannesburg, South Africa).
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2.2. Standard Solutions
The H-standards of 100 µg mL–1 atrazine and metolachlor, respec-

tively, were mixed together and diluted to 1 µg mL–1 in MeOH and
kept in a freezer at –5 °C. The deuterated (2H) standards for the
same herbicides were prepared and stored in the same manner.
The breakdown product, DEA, was also mixed with atrazine and
metolachlor to prepare a 1 µg mL–1 standard mixture in MeOH
and the mixture was kept in the same freezer. Standard solutions
were prepared by dilution of the stock solution with methanol
and injected directly (1 µL) into the instrument. For the extrac-
tion procedure, 0.1 g of NaCl portions were added to the aque-
ous solutions to make 10 % NaCl aqueous solutions.

2.3. Collection, Storage and Preparation of Samples
Water samples (one from each sampling site) were collected in

100 mL Schott bottles from streams running from the Free State
Province of South Africa (15 – 20 km south of Ladybrand along
the border with Lesotho – see Fig 1). One sample was collected
from the Caledon River on the Lesotho side. The last sample was
collected on the Lesotho side of the border from the stream that
runs into the Caledon River (border with Free State) to be used as
a control sample. These samples were stored in the fridge at –5 °C
until analysis. 2 mL was transferred into 2 mL centrifuge tubes
and centrifuged (Eppendorf centrifuge 5415D, Hamburg,
Germany) for about 5 min to settle any suspended solids after
which 1 mL of the supernatant liquid was transferred into a 1 mL
GC vial and extracted as described below.

2.4. Micro-extraction Procedure
The set-up for the BID-SDME extraction procedure is reported

in detail elsewhere.21 1 µL of the extracting solution (100 ng mL–1

DPA in chloroform) was drawn into a 10 µL calibrated gas-tight
Hamilton GC syringe (Seelze, Germany), followed by 0.5 µL air.
These contents were introduced into the aqueous solution by
gentle depression of the plunger, causing the air to form a
bubble contained within the micro-droplet. After 20 min static
extraction at room temperature, the total solvent volume was

carefully retracted into the syringe, and injected into the GC-MS
for analysis.

For purposes of determination of the bubble-enrichment-factor
(BEF), simple single-drop micro-extractions (SDME) were
carried out using the standard mixture of the herbicides and the
extraction efficiencies compared with those obtained with the
bubble-in-drop single-drop micro-extraction (BID-SDME).

2.5. Instrumentation
The analyses were carried out using a Shimadzu (Kyoto, Japan)

QP2010 gas chromatograph coupled to mass spectrometry
(GC-MS) equipped with GC-MS Solution® software to which
was fitted a Zebron 35MS column with 30 m × 0.25 mm ×
0.25 µm dimensions. Ultra-pure helium (99.999 %, Afrox, South
Africa) at a constant flow rate of 1 mL min–1 was used as the
carrier gas. Injections (1 µL) were carried out in the splitless
mode; after 2 min, a split ratio of >1:10 was maintained through-
out the runs. The injector and transfer line were maintained
at 250 °C. The oven programming started at 100 °C (held for
4 min), then ramped by 50 °C min–1 to 200 °C, followed by
10 °C min–1 to 280 °C and held for 5 min yielding total run time of
17 min.

The mass spectrometer (EI 70 eV and 1 kV at 200 °C ion source
temperature) was set up on the scanning mode with mass range
50–350 mass units. The selected ions for extracted ion monitoring
(EIM) were as follows: 162 (166), 169, 172, 200 (205) for Met, DPA,
DEA and Atrz, respectively (the values in the brackets represent
the 2H analogues).

Further identification was carried out using the retention
times as well as comparing the ratios of the intensities of refer-
ence ions to qualifying ions compared to those obtained with
standards where available, otherwise the previous literature
values were used and duly referenced.

2.6. Recovery Experiments
Recovery experiments were carried out as follows: following

the pipetted 1 mL of the sample aliquots into the GC vial, 10 µl of
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Figure 1 Map showing the streams and the sampling sites.



1 µg mL–1 deuterated (2H) sample was spiked into the solution to
yield a concentration of 10 ng mL–1 for the 2H analytes. Then the
solutions were extracted to establish their recovery so that the
corresponding efficiency could be factored into the recovery of
the 1H analytes already present in the sample.

3. Results and Discussion

3.1. Linearity, Limits of Detection and Validation of the
Standards

Figure 2 shows the data for reproducibility using four samples,
each extracted three times, over three days for inter-day repro-
ducibility, giving n = 24. The error bars depict the standard
deviation of n = 3 replicates per sample per day.

The results from Fig. 2 show very good reproducibility with
the relative standard deviation (%RSD) within 10 % (9.0–3.4) for
inter-vial reproducibility, while intra-vial reproducibility
showed the average %RSD ranging from 2.6 to 6.2 %.

Table 1 shows the analytical data obtained from the relative
responses as a function of concentration for the two herbicides
and desethylatrazine breakdown product of atrazine. The table
further shows the effect of the bubble on the simple drop-based
extraction commonly referred to as bubble enhancement factor
(BEF).

The results demonstrate a sufficient linearity in the range
0.05–5 ng mL–1 as demonstrated by the good correlation coeffi-
cient (R2) ranging from 0.9989 to 0.9994 for the three standards.
However, the limits of detection obtained seem to be at the same
concentration as the lowest standards used and slightly higher
than the lowest metolachlor standard used (0.05 compared to
0.061 ng mL–1).

The use of the calibration data for LOD determination is more
preferred since it takes into account the statistical properties of
the whole data which is reported to be more reliable than the
signal-to-noise ratio approach.23 The latter (S/N), however,
always results in lower LOD values although they are consid-
ered subjective.24 The values thus reported (Table 1) are suffi-
ciently within the LOD prescribed by the US EPA method 507.

3.2. Monitoring of Presence of the Herbicides in
Water Samples

Figure 3 shows the total ion chromatogram resulting from the
analysis of the stream 4 sample following BID-SDME. This
sample contained the most number of analytes hence was used
as the representative of the other samples’ chromatograms. As

can be seen this chromatogram lacks any details for a sensible
analysis which is typical of the total ion monitoring at the low
analytes concentrations.

An extracted ion monitoring for the same sample (Stream 4) is
shown in Fig. 4 using the three herbicides (atrazine denoted
Atrz (200), terbutylazine denoted Tbtz (214), metolachlor de-
noted Met (162) as well as the internal standard (dipheylamine –
DPA (169)) shown with the reference mass to charge ratios used
in the identifications.

From the extracted ion chromatogram and after background
subtraction using the embedded software, a typical mass spec-
trum was obtained (Fig. 5) showing the mass spectrum of
atrazine (m/z 200). The calculation of the reference ion to qualify-
ing ion ratio for this mass spectrum yields 100/70 = 1.42, which is
in agreement with the ratio obtained using the standard of
atrazine.

Table 2 shows the herbicides that were detected in the stream
water samples as well as their calculated concentrations. The
observed levels of these herbicides in these streams do not
necessarily provide any correlation with their abundance since
no information was available on how much was applied to
which fields, with what type of soil as this also influences the
mobility of these herbicides considerably, as well as the time for
spraying. From a different study25 it has been demonstrated that
dissipation of these herbicides takes about six months from
spraying time (November–December). Interestingly no break-
down products were detected in the analysis.

The stream from Lesotho did not have detectable levels of the
herbicides; presumably, because these herbicides are not widely
used in Lesotho since farming is mostly restricted to subsistence

RESEARCH ARTICLE M.J. George, 58
S. Afr. J. Chem., 2014, 67, 56–60,

<http://journals.sabinet.co.za/sajchem/>.

Figure 2 Reproducibility of the extraction using the four samples over three days.

Table 1 Some analytical data from the calibration curves of the herbi-
cides.

Parameter Atrazine Metolachlor Desethylatrazine

Bubble enhancement 1.54 1.47 1.49
factor (BEF)1

R2 0.9989 0.9994 0.9992
Slope 0.4973 3.6993 1.3320
Intercept 0.0114 0.0038 –0.0317
LOD (intercept)2 0.048 0.061 0.047
Prescribed LOD3 0.15 0.19 N/A

1Ratio of the efficiency of BID-SDME extraction over the simple SDME extraction.
2LOD determined using (3 × standard deviation of intercept)/slope
3Prescribed by the US EPA method 507 using the standard deviation approach.22



level and herbicide application is considered expensive by most
peasant farmers. Similarly no herbicides were detectable in the
Caledon River water sample (not indicated in Table 2), possibly
due to the excessive dilution rendering these herbicides’ concen-
trations to be lower than their detection limits in the river water.

3.3. Analysis for Recovery of the 2H Analogues of the
Herbicides

Since only the 2H5-atrazine and 2H6-metolachlor were avail-
able, these were used to assess the recovery of these analytes.
Aliquots of 10 µL of the 1 µg mL–1 of the deuterated herbicide

solution were used for spiking to achieve 10 ng mL–1 concentra-
tions with the 10 % NaCl appropriately before the extraction
process. Also, since no breakdown products were detected, it
was considered prudent to spike the solutions with one of the
breakdown products (desethylatrazine) to see if it would be
extracted if spiked and to assess its recovery rate. The obtained
relative extractions for these analytes were compared to those
obtained using the HPLC grade water spiked and treated simi-
larly. This HPLC grade water solution was used as a reference
whose extraction efficiency was used as 100 %.

As can be seen from Table 3, all the spiked analytes extracted
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Figure 4 The extracted ion chromatogram of the stream 4 sample.

Figure 5 A mass spectrum of the extracted ion peak using m/z = 200.

Figure 3 A total ion chromatogram of stream 4 water sample.



efficiently with their respective recoveries between 94 % and
108 %. The assessment of the two mean recoveries for desethyl-
atrazine – 101 % for HPLC grade water and 108 % from stream 1,
using the student t-test reveals that these values were statisti-
cally the same at 99 % confidence.

4. General Discussion and Conclusions
BID-SDME has been demonstrated as an alternative method

for the determination and monitoring of atrazine and
metolachlor herbicides used widely in South African farming
practices. This method gives very good reliability and
reproducibility with the average relative standard deviation
below 10 %. The herbicides demonstrated sufficient recoveries
of between 94 and 108 %. The obtained concentrations ranging
from 25 to 50 ng mL–1 do not necessarily convey a quantitative
message since the actual levels are very much dependent on the
presence of rains washing these herbicides from the fields; in
addition, some of these streams run only during the rainy
seasons. Due to restricted access to the areas, they were not
visited regularly for monitoring of the levels with time. How-
ever, it would have been expected that the levels would vary
depending on the flow rates of the streams that depend on
presence and absence of rains, etc., washing these herbicides
into the streams away from the fields where they have been
applied as well as the actual levels of these herbicides in the
fields where they have been applied
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Table 2 Some herbicides identified from different water streams.

Stream Herbicide identified Reference/qualifying ion Ratio Concentration (ng mL–1)1

Stream 1 Metolachlor 162/238 1.58 (1.54)2 50.2 (9.8)
Atrazine 200/215 1.47 (1.43) 25.6(8.4)

Stream 2 Metolachlor 162/238 1.50 (1.51) 38.9 (6.9)

Stream 3 Atrazine 200/215 1.44 (147) 28.3 (6.7)
Simazine 201/214 1.53 (1.56)* Not quantified3

Stream 4 Atrazine 200/215 1.44 (1.43) 33.1 (6.4)
Terbutylazine 214/229 2.57 (2.59)* Not quantified
Metolachlor 162/238 1.53 (1.51) 27.7 (6.9)

Caledon River Not detected N/A N/A N/A

Stream 5 (Control) Not detected N/A N/A N/A

1Calculated using the percentage recovery (values in brackets indicate the %RSD).
2The bold values are the ratios obtained from the analysis of the standards.
3Not quantified since there were no standards for comparisons.
*Theoretical ratios obtained from the literature where standards were used.26

Table 3 Some recovery values for different analytes spiked at 10 ng mL–1.

Sample 2H6-metolachlor 2H5-atrazine Desethylatrazine

Stream 1 103(6.5)* 99(3.8) 108(8.6)
Stream 2 101(6.3) 97 (6.7) 96(4.9)
Stream 3 96(5.9) 98(7.8) 102(8.7)
Stream 4 99(5.8) 98(7.1) 94(9.9)
Stream 5 100(9.4) 97(2.8) 98(10.2)
Caledon river 102(6.9) 99(8.7) 98(7.1)
HPLC grade water 98(6.5) 99(5.2) 101(4.8)

*The values in brackets indicate the %RSD using n = 6 (3 samples × triplicates).
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